[Measuring converter for elastometric medical instruments].
According to thorough consideration of converting characteristics of elastometric instruments, the measurement error can be diminished by introducing in the measuring converter some regulation means for the angle of the moment of counteracting springs and an assembly to limit the radial shift of the converter moving part. Such a modification provides high operational and metrologic characteristics for elastometric medical instruments.